
MicrotoxOmni Test Report

Test Protocol: Basic-type Test
Sample: Sample 1Latexite 10x
Toxicant: -
Reagent Lot no.: -
Test description: Latexite 10x 12/28/07
Test name: latexite 10x-1 12/28/07
Database file: C:\Program Files\MicrotoxOmni\db1.mdb

  

Plot of Gamma vs Concentration

5 15 Fit

G
am

m
a

Concentration

        1#        2#
        3#        4#

        5#        6#
        7#        8#

        9#        10#

        11#        12#

0.01

0.1

1

10

100

0.01 0.1 1 10

Plot of %Effect vs Concentration
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5 Mins Data: 15 Mins Data:
Sample Conc Io It Gamma % effect It Gamma % effect
Control 0.000   92.05 76.76 0.8339 #  78.93 0.8575 #  
Control 0.000   97.35 84.00 0.8629 #  84.18 0.8647 #  

1 0.0386   89.87 69.35 0.0994 #  9.042%  64.55 0.1989 #  16.59%  
2 0.0386   115.46 86.58 0.1314 #  11.61%  81.44 0.2208 #  18.09%  
3 0.0773   104.41 62.49 0.4175 #  29.45%  57.83 0.5547 #  35.68%  
4 0.0773   103.40 63.96 0.3715 #  27.09%  59.00 0.5091 #  33.74%  
5 0.1547   92.54 40.88 0.9205 #  47.93%  37.12 1.147 #  53.42%  
6 0.1547   102.32 46.24 0.8773 #  46.73%  40.86 1.156 #  53.62%  
7 0.3094   92.44 23.97 2.272 #  69.44%  19.80 3.020 #  75.13%  
8 0.3094   91.48 24.97 2.108 #  67.83%  20.93 2.764 #  73.43%  
9 0.6188   179.59 16.73 8.107 #  89.02%  16.04 8.641 #  89.63%  
10 0.6188   180.08 16.51 8.254 #  89.19%  15.93 8.734 #  89.73%  
11 1.238   181.64 4.45 33.63 #  97.11%  3.93 38.80 #  97.49%  
12 1.238   182.94 4.33 34.84 #  97.21%  4.45 34.40 #  97.18%  
13 2.475   177.66 0.51 294.5 *  99.66%  0.30 508.9 *  99.80%  
14 2.475   183.73 0.43 361.5 *  99.72%  0.45 350.6 *  99.72%  
15 4.950   174.70 0.21 704.8 *  99.86%  0.00  -  *   - 
16 4.950   162.26 0.13 1058 *  99.91%  0.11 1269 *  99.92%  

# - used in calculation; * - invalid data; D - deleted from calcs.

Calculations on 5 Mins data:
EC50 Concentration:0.1567% (95% confidence range: 0.1433 to 0.1714)
95% Confidence Factor: 1.094
Estimating Equation:LOG C =0.6234 x LOG G -0.8049
Coeff. of Determination (R²):0.9893



Slope: 1.587
Correction Factor: 0.8484

Calculations on 15 Mins data:
EC50 Concentration:0.1272% (95% confidence range: 0.1148 to 0.1410)
95% Confidence Factor: 1.108
Estimating Equation:LOG C =0.6824 x LOG G -0.8955
Coeff. of Determination (R²):0.9875
Slope: 1.447
Correction Factor: 0.8611
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